Raman spectroscopy can be used for analysing both mineral and organic phases, thus allowing characterisation of the microbial-scale geological context as well as the search for possible traces of life. This method is therefore very useful for in situ planetary exploration missions. Compared to the myriad of sample preparation techniques available in terrestrial laboratories, the possibilities for sample preparation during in situ missions on other planetary bodies is extremely limited and is generally restricted to abrasion of rock surfaces or crushing of the target samples. While certain techniques need samples to be prepared in powder form, such as X-Ray Diffraction, this kind of preparation is not particularly suitable for optical microscopy and/or Raman spectroscopy. In this contribution, we examine the effects of powdering rock and mineral samples on optical observations and Raman analyses. We used a commercial Raman spectrometer, as well as a Raman Laser Spectrometer (RLS) that simulates the instrument being developed for the future ExoMars 2018 mission. The commercial Raman spectrometer documents significant modifications to the spectra of the powdered samples, including broadening of the peaks and shifts in their position, as well as the appearance of new peaks. These effects are caused by localised heating of the sample under the laser beam and amplification of nominal surface effects due to the increase in surface area in finer grain sizes. However, most changes observed in the Raman spectra using the RLS system are negligible because the relatively large (50 µm diameter) laser spot size produces lower irradiance. Furthermore, minor phases were more easily detectable in the powdered samples. Most importantly, however, this sample preparation method results in the loss of the textural features and context making identification of potential fossilized microbial remains more problematic.
Introduction
Raman spectroscopy can be used for analysing both inorganic (e.g. minerals) and organic molecules making it a particularly interesting technique for in situ planetary science exploration. This is particularly relevant because recent and future missions are focussing on astrobiological investigations searching for complex organic molecules and traces of life. Several studies have focussed on the development and calibration of Raman spectroscopy for science space applications. [1] [2] [3] [4] [5] [6] [7] Irrespective of the rocky body explored, one of the primary goals of in situ missions is to understand the geological context of the landing sites and a Raman Laser Spectrometer (RLS) will be included as part of the Pasteur payload on the upcoming ExoMars rover mission (ESA/Roscosmos, 2018) whose goal is to search for evidence of microbial remains in the Martian soil. [8] Weight, size and power limitations of spaceflight instrumentation means that the resolution and sensitivity of analyses made in situ are limited compared to those made in terrestrial laboratories. In the same way, only limited sample preparation can be undertaken in situ. In order to standardise the amount of material used for analysis by the mission instruments, samples are crushed into powders. Powdered preparations are the preferred method of sample preparation for techniques, such as X-Ray Diffraction (XRD) and gas chromatograph mass spectrometry (GC-MS). Subsurface material obtained from depths from 0.5 to 2 meters will be taken during the ExoMars mission and will be crushed for analysis by a suite of instruments on the rover, including the RLS. [9, 10] Note that some indication of the spatial context of different grains could be provided by the Close-Up Imager (CLUPI) instrument on board the ExoMars rover, prior to crush the drilled core material. [11] Many rocks and targets for in situ planetary investigations occur naturally as granular materials with variable grain size distributions (e.g., sands, gravels, clays, etc.). Identification of the individual minerals within these samples using optical microscopy can sometimes be difficult, in particular for smaller grain sizes. Raman spectroscopy is particularly useful for such investigations as it can identify each individual mineral phase at the microscopic scale.
However, in order to dissociate the individual spectra of each component, the grains must be larger than the analysed volume. [12, 13] Of specific interest for Martian missions is the search for life and the presence of organic matter in the rocks and soils of the red planet. Whether or not life emerged on Mars, organic molecules should be detected because carbonaceous meteorites and micrometeorites containing abiotic organic material reach the planet surface, even at the present day. [14] Raman spectroscopy is capable of detecting carbonaceous matter in geological materials, whether of biological or abiological origin. Raman spectroscopy has been used to investigate abiogenic carbon in a variety of Martian meteorites [15] as well as to characterize modern biological carbonaceous matter in rocks. [1, 6] Some studies have been able to detect biological carbon molecules (e.g. beta-carotene, amino acids, etc) using various test conditions including miniaturised and remote Raman spectrometers on powdered minerals and during in situ measurements. [6, [16] [17] [18] [19] In these tests, organics were added to the samples prior to analysis in order to establish detection limits. In terrestrial materials, the presence of biogenic organic matter produces abundant fluorescence in granular rocks (e.g., clays [20] ). Even in very ancient rocks (e.g. ~3.5 billion years old) degraded biological carbon in the form of kerogen can be easily detected by Raman spectroscopy. Although it is not possible to demonstrate a biological origin of the kerogen in ancient rocks, Raman mapping of the organic component in its mineralogical context can be used to aid detection of biosignatures, for example in rocks ~3.5 Ga old. [21, 22] The Raman spectra from crystalline materials may be modified by different parameters and phenomena, as shown in Fig. 1 . Since the crushing process can potentially influence all of these conditions, the Raman spectrum obtained from a powdered sample may in fact be quite different from that obtained from the (original) bulk sample. For example, changes in wavenumber and peak width in the Raman spectra of powdered quartz and olivine powders have previously been observed. [23] ] The aim of this study is therefore to determine whether any additional Raman spectral parameters change when powdered rocks and minerals are used and whether these changes impact the geological (and astrobiological) interpretations of the data obtained. This investigation is focussed particularly on analytical conditions during future extraterrestrial in situ missions. We first studied the effects of crushing on the Raman spectra of different minerals using a micro-Raman laboratory device. Raman mapping of several grain sizes was used to characterize the fine scale changes in the spectra. The RLS simulator was used to determine if the observed grain size effects could potentially hamper correct identification of minerals during the ExoMars mission. Additionally, the consequences of crushing on the analyses of igneous rocks and sedimentary rocks (the latter containing fossilised biosignatures) were examined. Finally, the advantages and disadvantages of using crushed rocks are discussed.
Materials Minerals
The following minerals were selected to study the changes in spectra induced by crushing.
Silicon
Silicon is more an inorganic material than a mineral since it occurs very rarely in nature [24] as small phases associated with gold. [24, 25] Thus, although not a representative Martian mineral, silicon was used as a control because it has a diamond structure (O 7 h ) and therefore only one first-order Raman-active Si-Si stretching of symmetry F 2g located at 520 cm -1 . [26, 27] Since its spectrum is formed by only one peak, any changes induced by the sample preparation will be easily detected. The material we used was obtained from the waste dump of the electrometallurgy plant Pechiney in Montricher-Albanne, Haute-Savoie, France.
Quartz
Quartz (SiO 2 ) is the standard mineral used to study the effects of crushing (i.e. sample preparation) on Raman spectra. [23] We used pure quartz (no traces of organic matter) from a hydrothermal vein associated with a gold deposit in granite from Saint-Yrieix-la-Perche, Haute-Vienne, France. The spatial symmetry of quartz (-quartz) is D 4 3 . Its spectrum consists of several bands corresponding to A 1 Si-O stretching (1085 cm -1 ), E Si-O stretching (697 cm -1 , 795 cm -1 , 1070 cm -1 , 1162 cm -1 ), A 1 [28] . On Earth, quartz is ubiquitous but on Mars it has only recently been detected in the form of amorphous silica associated with hydrothermalism and/or diagenesis. [29] This mineral phase is of particular relevance because it was the lithifying phase of ancient terrestrial volcanic sediments (now largely microcrystalline quartz or chert) [30] and the fossilising medium of the traces of life contained in the sediments . [31] [32] [33] [34] Two samples of the ancient sediments ~3.5 Ga-old terrains in Australia (the Pilbara) and South Africa (Barberton) were included in this study and described below. The relevance of these rocks for Mars is that the silicification of the ancient sediments was induced due to the strong influence of silica-rich hydrothermal fluids on the saturation of silica in the Early Archaean seawaters. [35] This is of relevance to Early Mars because the planet was as volcanically and hydrothermally active as the early Earth and water in impact craters, or the hypothesised northern ocean, may also have been saturated in silica. The presence of silica on Mars may thus indicate ancient hydrothermal activity. [36] 
Graphite and charcoal
The graphite used for this study comes from the Alibert mine in the Sayan Mountains, Russia. We used commercial charcoal as representative of biogenic carbon. The first order Raman spectrum of graphite consists of a strong single line (G) at 1582 cm -1 and a smaller band at 42 cm -1 which corresponds to the E 2g2 and E 2g1 vibrational modes respectively. [37, 38] For disordered carbon, additional bands appear at 1360 cm -1 (D), 1620 cm -1 (D') and 2960 cm -1 (D''). Second order Raman bands are also observed between 2400 cm -1 and 3200 cm -1 . The ratio of intensities and the widths of the D and G peaks provide information about the degree of disorder. [39, 40] The latter is very small in graphite but larger in the less well-ordered charcoal. Despite this correlation between Raman spectra and the microstructure of carbonaceous matter, ancient organic matter of biological origin in rocks (known as kerogen) is difficult to distinguish from abiogenic carbon using Raman spectroscopy. [7, 41] Moreover, high grade metamorphism tends to increase the intensity of peak G [42] while abrasion can increase the intensity of peak D. [43, 44] Rocks A number of rock samples was used to examine the effect of crushing on the detection and identification of mineral phases. In some cases, the samples included kerogenous traces of life.
Basalt
Basalt is the most common rock on Mars. [45] The sample we used was collected from Roca Neyra, Perrier, France [46, 47] and is a geochemical and textural analogue of basalts analyzed on Mars. [45, 48] Rocks are composites of several minerals and thus do not have a specific characteristic Raman spectrum. Basalts consist of olivine, pyroxene, plagioclase, spinels and accessory minerals (e.g. calcite, apatite, zeolite) in a glassy matrix.
Silicified volcanic sediments (cherts)
As noted above, the oldest sedimentary rocks on Earth are silicified volcanic sediments (cherts). [30] Here we use two Early Archaean cherts which both contain traces of ancient life [22, [32] [33] [34] : the 3.45 Ga-old Kitty's Gap Chert, from Pilbara, Australia, and the 3.3 Ga-old Josefsdal Chert from Barberton Greenstone Belt, South Africa. Volcanic sediments and their alteration products are common on Mars although, to date, silicified volcanic sediments (cherts) have not yet been found. Nevertheless, silica of possible hydrothermal origin has been identified on Mars [36] . Given the similarities in the microbial-scale environmental conditions of early Mars and early Earth, primitive life forms on both planets (assuming that life appeared on Mars) were likely to have had similar characteristics and lifestyles. [49] Fossilised traces of pre-Noachian/Noachian (-4,5 to -3,5 Ga) life on Mars may therefore be similar in size and shape to the very primitive forms of life that exist as silicified microfossils in the Josefsdal and Kitty's Gap cherts. [22, 34] These sediments are therefore particularly relevant for Mars.
Sample preparation
Bulk samples of the rocks and minerals were analysed. Subsamples of the rocks and minerals were then crushed using an agate mortar and pestle. The crushed samples were sieved into four different grain sizes according to the Wentworth classification system [50] : 160-100 μm, 100-63 μm, 63-40 μm and <40 μm. The graphite powders tended to flocculate and were therefore washed with deflocculating agent (phosphate-buffered saline solution diluted in ~200 ml of pure water), copiously rinsed and dried. This additional step removed small grains which adhered to the lager graphite grains because of electrostatic forces, an effect not observed with the other samples. The samples were prepared for Raman analysis by placing the different grain size powders from individual samples next to each other on a glass slide and pressing the powder flat to decrease the surface roughness.
Powders of the samples in the 200-250 µm size range were also produced because this is the size of the crushed materials that will be produced by the ExoMars crusher. [51] Methods A WITec Alpha500 RA Raman spectrometer with a green laser (=532 nm, Nd:YAG frequency doubled laser) was used (CBM, Orléans). The laser is connected to the system via a polarized optical fibre and is focussed on the surface using optical microscope objectives. Depending on the objective used, the spot size can be relatively small and the laser irradiance on the sample surface, estimated using a calibration grid obtained from the constructor data, can be relatively high (see Table S1 ). Two gratings were used for the spectrometer: 600 g/mm, with a spectral range of ~4000 cm -1 and a resolution of ~3 cm -1 , as well as a 1800 g/mm, with a spectral range of ~1300 cm -1 and a resolution of ~1 cm -1 . The system was optimized for mapping with a piezo-electric positioning system mounted on a motorized moving stage. The samples were scanned over areas ranging from a few µm² to up to several cm² and several thousands of spectra were acquired per scan (see Table S1 ). Large area scans were made of each glass slide. Very small changes in Raman spectra that would have been impossible to detect using single spectra were highlighted on the Raman maps. In this way it was possible to observe the variations in the spectra as a function of grain size. The average spectrum for each grain size range was obtained from these maps.
A laboratory model of the ExoMars RLS device (Fig. S1a ), developed at the Associated Unit University of Valladolid-CSIC-Center of Astrobiology (UVa-CAB), was used to study the effect of crushing on in situ measurements on Mars. [9] The laboratory model has an XYZ positioning system with 2.5 µm precision and imaging, autofocus, and spectral acquisition capabilities. It can be programmed to work autonomously. [52] The analytical strategy of the RLS instrument is the acquisition of spectra along a linear series of points. At each point, the optical head is focused on the sample, the acquisition parameters (i.e., integration time and number of accumulations) are automatically calculated, and the spectrum acquired. The RLS instrument is equipped with a green laser (=532 nm), a spot size of 50 µm diameter yielding an irradiance level between 0.6 and 1.2 kW/cm², with a 6-7 cm -1 spectral resolution. Raman spectra were also obtained at the UVa-CAB with a Horiba Jobin Yvon iHR320 spectrometer using a Spex ISA Spectrum One Nitrogen refrigerated CCD with a grating of 1200 g/mm and a green laser (=532 nm). This system was interfaced with the RLS simulator in order to acquire the Stokes and Antistokes signals ( Fig. S1b) . Analyses with the ExoMars RLS simulator and iHR320 spectrometer were carried out on the same sieved powders as those analysed by the WITec laboratory instrument. The parameters used for the analyses with the RLS simulator and the iHR320 systems are displayed in Table S2 and Table S3 , respectively.
Results

Minerals
The Raman spectra of the bulk samples are displayed in Fig. S2 .
Silicon
The Raman maps made with the WITec instrument shown in Fig. 2 demonstrate that the main peak position has shifted from 521 cm -1 to 493 cm -1 with decreasing grain size. This is associated with the observed increase in Full Width at Half Maximum (FWHM), from 6.7 cm -1 to 27.7 cm -1 , an increase in peak asymmetry (broadening on the left of the peak), as well as an increase in the background level. Moreover, new peaks appear in the spectrum at about 280 cm -1 . The RLS simulator documented similar effects on the different size classes but did not observe the appearance of new peaks. Peak displacement and broadening, as well as a decrease in intensity correlate with the reduction of grain size. For the smaller grain size, the peak shifted from 521 cm -1 to 504 cm -1 and the FWHM increased to 8.2 cm -1 with respect to the bulk sample. However, no significant changes were observed in size range of the ExoMars-type powdered sample (200-250 µm). Complementary experiments made with the iHR320 system on the sample powder showed that the peak displacement was only about 3 cm -1 and that the broadening was lower than 4.5 cm -1 with respect to the bulk sample. Such variations are within the range of the resolution of the RLS simulator and explain why they were not observed.
Quartz
In contrast to silicon, the quartz spectrum is not as significantly modified and the variations are small; 1.4 cm -1 for the shift and 0.8 cm -1 for the FWHM, as seen in Fig. 3 . A peak located at 520 cm -1 , not detected in the bulk sample, increases in intensity with decreasing grain size. Finally, the background levels strongly increase with corresponding decrease in grain size. Using the RLS simulator, a very slight displacement of the main peak can be seen in the spectrum of smallest grain size sample with respect to the bulk sample. A very weak peak at 520 cm -1 also appeared. Irrespective of the grain size, an increase of the background level with respect to the bulk sample is observed.
Graphite and charcoal
The Raman spectra of graphite and charcoal powders obtained using the WITec laboratory instrument and the RLS system are shown in Fig. 4 . The G/D intensity ratio remains unchanged and the graphite remains clearly distinguishable from charcoal. However, the signal/noise ratio dramatically decreases with corresponding decrease in grain size as a result of a strong increase in the background level. The charcoal sample was also very sensitive to laser power and burned easily, especially at the smallest grain sizes. Finally, the presence of the D peak in the Raman spectrum of the bulk graphite ( Fig. S2c and Fig. 4a,b) can be explained by surface effects induced by the cutting process. [43, 44] 
Rocks
Basalt
Rocks consisting of multiple minerals require the acquisition of several Raman spectra to detect each mineral and, thus, spectral mapping is very useful for detecting all the phases within a sample. The Raman maps in Fig. 5 were made for the polished surface of the rock and powdered rock in different grain size using the WITec system. The Raman map made on the polished rock surface of the bulk sample demonstrates its fine crystalline structure and the large number of mineral phases within a small area. Minerals identified include labradorite (plagioclase), augite (pyroxene), forsterite (olivine) and apatite. Trace amounts of elemental carbon were also detected, as well as an unidentified mineral, possibly spinel.
After crushing, recognition of the different minerals becomes more difficult with decreasing grain size. The background level increases strongly and the empty spaces between the grains diminish the number of spectra per scan. Without any prior knowledge of the studied sample, detection of the different minerals in the scanned areas would be very difficult. Identification of the minerals on the maps was made by a correlation process using the original spectra accumulated on the bulk sample. Even with this technique, not all the minerals observed in the bulk sample could be detected in the Raman maps. The crushing process also leads to the loss of texture and the pattern of mineral distribution can no longer be used for petrological interpretation of the rock. The value of Raman mapping is significantly reduced on powdered material and the best way to study these samples was to make a series of single spectra. A line scan of more than 100 single spectra using autofocus was thus made on the larger grain size powder. With this method, it was possible to detect the major phases, as seen Fig. 5c . However, due to the small spot size (<1.5 µm), the probability of detecting minor phases was very low.
The RLS system uses a similar line scan procedure but, due to its larger spot size (50 µm), it was capable of detecting more phases with fewer measurements (here 30 single spectra). However, the individual spectra obtained correspond to a mixture of the spectra of a number of minerals, as can be seen in Fig. 5d .
Silicified volcanic sediments (cherts)
The silicified volcanic sediments samples were first characterized on a cut surface of the rock (similar to the surface of a rock prepared using the Rock Abrasion Tool of the Mars Exploration Rovers) and in thin section preparations of the rock (Fig. 6 ). Although the rock contains microfossils, these structures are too small to be observed by optical microscopy, even in thin section. However, the black layers of the Josefsdal chert contain detectable intact layers consisting of in situ or detrital fragments of microbial mats and other microbial remains (see Fig. 6d,e ). Likewise, in the Kitty's Gap Chert sample carbonaceous remains of microbial colonies can be observed microscopically on the surface of volcanic grains (Fig. 6i,j) . The relationship between the texture observed in the optical view and the distribution of the carbonaceous matter detected by Raman spectroscopy is readily apparent in Fig. 6 . Although the Raman spectrum of kerogen is not sufficient to demonstrate its biogenicity, the distribution of carbon within the rock and its association with particular minerals is sufficient to, at least, locate interesting areas for further, potential biosignature investigation. Once crushed, the powders of the originally black and white laminated rocks are relatively uniform in colour. Raman mapping of the powder revealed only the presence of quartz. On the other hand, the line scan method, similar to that used for the analysis of the basalt, provided several spectra of carbonaceous matter, as well as quartz. However, the spatial relationship of the carbonaceous matter with respect to particular minerals was lost.
The experiments performed with the RLS simulator showed that this instrument was capable of easily detecting the carbonaceous matter in the sample and carbon peaks occurred in almost all the spectra acquired. In addition, all other minerals detected in the bulk rock were found. As for the basalt, this is due to the larger spot size of the RLS simulator compared to that of the WITec instrument. Figure 7 shows a typical Raman spectrum acquired with the RLS simulator compared with the average spectrum of 80 spectra obtained with the WITec system in which ankerite was also observed.
Discussion
Minerals
Heating induced during measurement with a Raman laser can be very high, in particular with the WITec system where the spot size is only about 1.5 µm in diameter. Thermal effects can thus explain some of the changes observed in the silicon and quartz spectra. The shift and broadening of the main peak of quartz [53] and silicon [54] with temperature is well known. In order to confirm the thermal origin of the observed changes, complementary investigations were made. The evolution of the Raman spectrum of the finest silicon powder with increasing laser power was studied using the WITec system and a broadening and shift in the main peak were observed (Fig. 8a) . A series of spectra on the same powder were also acquired with the iHR320 system interfaced with the RLS system (see Fig. S2b ). This configuration allows measurement of the intensity ratio between the Stokes and Antistokes signals that is known to be function of the temperature: [55, 56] (1)
where h is the Planck constant, c the speed of light, k the Boltzmann constant, ̅ the peak wavenumber,  the laser wavelength, I s the Stokes and I AS the Antistokes peaks intensity.
Based on this equation, the evolution of the local temperature with the different grain sizes was plotted in Fig. 8b . The temperature reaches more than 280°C for the smaller grain size, despite the very low irradiance used (1.2 kW/cm²). Peak position with respect to temperature has been previously measured on bulk silicon. [54] For a temperature of 280°C it is ~519 cm -1 . This is in accordance with the iHR320 measurement of 518 cm -1 . Using the same model, the temperatures corresponding to ~504 cm -1 , as measured with the RLS system, and to ~493 cm -1 , as measured with the WITec system on the smallest grain size powder, are 760°C and 1200°C respectively. The strong increase of the temperatures with decreasing grain size can be explained by the fact that small particles cannot evacuate heat as well as large particles, i.e. the thermal conductivity of the material decreases with grain size. This effect is all the more important since silicon is black. Changes in wavenumber and line width with decreasing grain size have been observed previously and were explained by the contribution of surface modes that are increased in finer grain sized powder. [23] However, our experiments clearly demonstrate that the major reason for this change is the local increase of temperature. Despite its black colour, this study shows that the spectrum of carbonaceous matter was not as affected by this strong increase in temperature as suggested by previous studies. [41] Conversely, the appearance of the new peak at 520 cm -1 in the quartz spectrum is not a thermal effect associated with the power of the laser. This peak is characteristic of coesite [57] and corresponds to the symmetric stretching of oxygen in the four-membered SiO 4 tetrahedra. [58] However, the Raman spectrum of coesite is normally characterised by additional peaks at 204 cm -1 , 270 cm -1 , 355 cm -1 , and 426 cm -1 which were not present in our sample. [57] A similar situation was previously noted in the quartz spectrum in an eclogite from Antartica. [59] In the latter case, it was proposed that the coesite crystalline structure was attained at the nanometric scale within anomalous -quartz (called cryptic coesite), which developed under high pressure. In order for this peak to appear experimentally, quartz must be shocked at several tens of GPa. [60] Since this level of pressure was not reached during the crushing of our samples, we therefore propose that the presence of this peak is related to a surface effect. Indeed, the crushing process may create grains with uncommon surface crystalline orientations leading to particular dangling bonds which have a similar vibrational mode to those of the cryptic coesite. Thus, the probability of observing this peak at 520 cm -1 increases with higher grain density in the crushed samples, which agrees with our observations in this study.
In order to verify this assertion, several Raman analyses were made on the surface of large fragments broken off of the quartz sample. As shown in Fig. 9 , the peak at 520 cm -1 was observed in spectra made on the surface of concentric rings of conchoidal fractures. The peak disappears when the analysis is made deeper into the sample. These observations on an uncrushed sample are in accordance with a surface effect.
The appearance of new peaks around 280 cm -1 in the silicon spectrum is explained by the acoustic phonons of representation A 1g +E g +F 2g appearing in a certain polarisation configuration (z'(y'y')z'). [26, 27] This phenomenon is only observable with the WITec system which uses a linearly polarized laser beam, whereas the RLS simulator does not. In powders, grains are randomly oriented and the density of specifically oriented grains increases with decreasing grain size.
Mineral identification using Raman spectroscopy is made by comparing an acquired spectrum with that of reference spectra from the literature or from compiled databases (e.g. RRUFF). Significant changes in the characteristics of Raman spectra, such as those observed in silicon, can lead to serious misidentification of species. Using the spectrum of the smallest grain size powder of silicon, comparison with the RRUFF database via the CrystalSleuth software (http://rruff.info/) shows a match of only 14% with silicon, the best match (93%) being Paulingite, a rare zeolite mineral with the formula (K,Na,Ca) [3] [4] (Si,Al) 21 O 42 ·17-22H 2 O. This experience underlines the potential problems that may arise by Raman analyses of crushed minerals. [19] Since larger spot sizes of the ExoMars RLS result in lower irradiance, the changes in spectral parameters described above are strongly reduced and many of the thermal effects are negligible or nonexistent, with the exception of the increase in background level. Changes induced by the structure of the powder itself (eg. new peaks, surface effects, etc) are relatively limited and we conclude that the crushing of samples during the future ExoMars mission will not have a necessarily negative effect on identification of the Raman spectra of minerals.
Rocks
By definition, a rock contains several mineral phases that can sometimes be of very small size, such as the basalt analysed in this study. If the Raman spot size is larger than these phases, the resulting spectrum will correspond to a mixture of the individual spectra of several minerals, as demonstrated by the RLS system with its 50 µm spot size. It was shown before that the limit of identification of an unknown material is different from the limit of detection of a known material. [19] Indeed, a single peak is most of the time not sufficient to indentify a material, in particular when mixed with other compounds that may exhibit similar Raman bands. The technical parameters such as the wavelength of the laser, the spot size, the CCD camera, etc. must be carefully chosen in order to improve this identification limit. [19] This assertion is all the more true while working on powdered rocks that are characterised by a mixtures of several compounds. However, we have shown that deconvolution of the different spectra can be facilitated by the acquisition of several tens of spectra at different locations on the sample since the probability of always obtaining exactly the same mixture is very low. Most of the minerals present in the rocks used in this experiment, as well as the carbonaceous matter, were thus detected and indentified with the RLS system. Moreover, due to the mixing of the components in the powder, the probability of detecting minor phases within a sample (including those occurring at down to 1% of the mass [52] ) is strongly increased. For instance, the RLS system allows detection of carbonaceous matter in the cherts when the probability of detecting it by chance in the bulk sample would have been very low because of its specific distribution. In this case, working on powders is advantageous, except if the detected phase would not be "representative" of the sample (e.g. inclusion, alteration, contamination…).
The most important influence of the crushing process is on the loss of texture, i.e. the spatial relationship between the minerals. Without this textural context, it would be difficult to distinguish between rocks consisted of the same minerals but formed in different contexts (basalts and gabbros for example). This loss of texture will also have consequences on the search for past traces of life. As noted above, Raman spectroscopy cannot distinguish between biotic and abiotic carbon. Only the direct correlation of carbonaceous matter with specific structures and/or minerals in the Josefsdal and Kitty's Gap cherts could indicate a potential biosignature. Whereas Raman mapping and optical microscopy on bulk rock allow observation of these very fine details, they are destroyed once the sample has been crushed and, thus, the detection of biosignatures is strongly compromised.
Our study demonstrates that, despite the limitations of the analytical possibilities of the in situ ExoMars RLS system (i.e. only few tens of spectra per sample, no high resolution mapping, etc), this system is well adapted to analysing crushed samples and can efficiently identify even minor phases in a sample. For instance, carbonaceous traces might be more easily detected in powdered samples than on the bulk ones. In combination with the high resolution images of the sample taken by the CLUPI instrument it might be possible to locate it or infer its mineralogical association. The possibility of preparing polished sections of rocks in situ during a mission would make Raman mapping on such samples very useful, in particular if associated with optical observations made by a close-up imager or a high resolution camera. Finally, classical analysis combining images of texture and spectral data on a bulk sample in their relative context is preferable when working with laboratory systems.
Conclusion and perspectives
The crushing of minerals may induce changes in Raman spectra in comparison to spectra generated from analyses made on bulk samples. A general increase of the background level, shift in peak position, an increase in peak width, and the appearance of new peaks was observed, depending on the material analysed. These effects are induced by a local increase in heat and by the enhancement of crystallographic surface orientation interactions. Due to the relatively large spot size of the ExoMars RLS system, most of these observed spectral changes for powders analysed are negligible or nonexistent. Sample preparation (i.e. crushing) causes a loss of texture unfavourable and potentially destructive of fine scale features within rocks including any potential traces of life. Thus, detailed optical observations of samples prior to crushing will be essential in order to ensure acceptable interpretations of data generated by RLS and the other instruments of the Pasteur payload. This study demonstrates that the ExoMars RLS system is suitable for analysing crushed samples and is capable of detecting many phases with only few acquisitions. Furthermore, current work at UVa-CAB demonstrates that the limit of detection is enhanced and that semi-quantification could be possible using powdered samples, thus ensuring the best possible scientific return from the RLS instrument in situ on Mars. Figure S1 . Table S1 . Parameters used for data acquisition with the WITec Alpha500 RA system. Table S2 . Parameters used for data acquisition with the ExoMars RLS simulator system. Table S3 . Parameters used for data acquisition with the Horiba Jobin Yvon iHR320 system.
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